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MISSOURI DEPARTMENT OF HEALTH " 3REATH ALCOHOL PROGRAM
STATE PUBLIC HEALTH LASORATDRY
DATAMASTER MAINTENANCE REPORT JUi =1 2009

.Complfzte thig reporl in duplicate al the Hme of the regular monlhly preventive maintanance cl}?gig,(‘amd.wf\.en,qye[ inﬂryment
is ropaired, Send copy lo Department of Health; relaln original in department file, SHENIIN IR R
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CHECKLIST: Place a cheok (v) 1o the left of ench itemIf found to be satiafaclory or il operating within established Umits, (Write
-{in observed values where delermined.) Unchecked Hems must be corrected before using instrument,

IQ{DIAIGNOSTFC CHECK (PRINTOUT ATTACHED)

ﬁ COMPUTER E(DETECTOR
W(F‘HOGHAM MFILTERS
MHEATERS SAMPLE CHAMBER _ﬂ G MfQUAHTZ STANDARD
[B/FLOW DETEGTOR B/QALIBF%ATION
r[\.’.{F’UMP HiGH SPEED @7PF!INTEB

MiNDICATOR LIGHTS

E(TIME AND DATE

o simuLATOR TEMPERATURE (84 °6 2 0.2°C) U

CALISRATION CHECK -
Run three tests using a standard sofution. All three tests must ba within & §% of the standard value and must have a
apread of .005 or less. Check the box corresponding to- the standard solution belng used. (PRINTOUT ATTACHED} (USE

RECIRCULATION PUMP)

0.100% STANDARD - MUST READ BETWEEN 0.085% and 0,105% INCLUSIVE
[ 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

est1 o, ) [TES'rz “ |TE'3T3 1/

[ PERFORM R.F.I TEST (PRINTOUT ATTACHED)

[B/NUMBEH OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH BRANGE A8
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)
(Over 19) m

REFUSALS @ ](0-,04) % (.05-.09) 2@ '(.10-.14) 7 l(.15-.19) %

List any new parts and describe any alteration or modification that was made to restore the Instrument to operate satisfactorily
and withinesighlished imitg (us ,o%:@w-nenessam ‘éf) p/
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REPCO MARKETING IN”.
3101188 STONYBROGK DRIVE
RALEIGH, N.C, 27804
815.878-5480
CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 08001
EXPIRATION DATE: August 11, 2009 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following;

RepCo Marketing., Inc. mani!facmred, tested and supplied Lot
Number 08001 of Alcohol Certified Solution for simulators. Random
samples of said lot number were analyzed utilizing a gas chromatograph and
found to contain (.1216 gms)d] ‘Wi/Vol eihyi alcohol in aqueous solution (i.e.

ethanol).
The alcoho) and distilled water used in the solution were found to be

free of any interf‘erins: substance.
This solution will produce a vapor alcohol value of 0.100% +/-3%
when heated 10.34 Degrees Celsius +/-0.2 Degrees Celsius jn a simulator.
~ The date of ranufacture for this lot pumber is February 12, 2008.

The expiration date for this lot number is August 11, 2009 at 11:59 p.m.
This documem is a true representation of the original Certificate of

Analysis.

Cecil B. Gamér, President
RepCo Marketing, Inc.
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*TATE OF MIZSOUR]
MISSOURT ETATE WRTER PATROL

EAC DATAMASTER SERIAL MUMBER 9hulgd
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TESTING OFFICER:

FOEERIHG RONBHAM
UFFICER I.D.: i2%%
PERMIT NUMBER: 92@m&Es
EXPIRATION DRTE: @2/i8-11
MISCELLAMEOUS DATR:

== SUPERNYIZOR MODE -~

BLAWE TEXT « BRI i
THTERMAL STHHDARD YERIFIED  f
EXTERMAL ETANIARD . 181

FUMP
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HSETECTOR:

CFILTERS:
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